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DETECTION  OF  PICOGRAM  QUANTITIES  OF  BOTULINUS  TOXIN-B 
USING  THE  LIGHT  ADDRESSABLE  POTENTIOMETRIC  SENSOR 


1 .  INTRODUCTION 

The  extremely  potent  exotoxins  produce  by  Clostridium  botulinum 
[also  known  as  botulinus  toxin  (BoTX) ]  cause  fatal  neurotoxicity  in  both 
animals  euid  humans.  Seven  serologically  distinct  BoTXs  were  isolated  from 
this  organism  and  each  share  similar  structural  characteristics.  A  145,000- 
150,000  protoxin  is  enzymatically  cleaved  into  the  active  toxin,  which 
consists  of  two  peptides  of  approximately  50,000  and  100,000  M^.  linked  by  a 
disulfide  bridge.^  The  active  toxin  binds  specifically  to  gaingliosides  and 
prevents  presynaptic  release  of  acetylcholine  by  an  unknown  mechanism. 2 

Sensitive  and  rapid  detection  of  BoTX  is  invaluable  for  testing 
contamination  of  foodstuffs.  In  this  report,  we  describe  an  immunoligand 
assay  that  used  a  Light  Addressable  Potentiometric  Sensor  (LAPS) ,  purchased 
from  Molecular  Devices  Corporation  (Menlo  Park,  CA) ,  to  detect  picogram  (pg) 
quantities  of  BoTX.  The  LAPS  is  a  recently  developed,  sensitive  and  reliable 
technology  utilizing  nitrocellulose  filters  onto  which  fluorescein- labelled 
immunocomplexes  are  immobilized  and  Icdselled  with  cm  antifluorescein  urease 
conjugated  antibody.^ Quamtitation  of  toxin  is  accomplished  by  inserting 
immobilized,  urease -labelled  immimocomplex  into  a  reader  containing  a  solution 
of  urea.  Enzymatic  breakdown  of  urea  produces  a  potentiometric  shift 
proportional  to  the  amoxint  of  urease,  hence,  toxin,  which  is  detected  rapidly 
with  high  sensitivity  and  reproducibility.  Biotin-amd  fluorescein- labelled 
anti -BoTX  polyclonal  amtibodies  were  used  in  this  study  to  detect  picogram 
quantities  of  toxin  on  the  LAPS. 


2.  MATERIALS  AND  METHODS 

2 . 1  Reagents . 

Goat  polyclonal  amtiserum  against  BoTX-B  was  obtained  from 
Biodesign  International  (Kenne  Bunkport,  ME) .  Antibodies  were  biotinylated 
amd  f luoresceinated  using  a  ladaelling  kit  that  contained  the  N-hydroxysuc- 
cinimide  esters  of  DNP-biotin  amd  carboxyf luorescein .  Labelling  reagents  were 
reconstituted  with  dime thy Iformamide.  Saunples  were  concentrated  using 
Centricon-30  Microconcentrators  (Amicon  Division,  W.R.  Grace  and  Company, 
Beverly,  MA) .  All  general  laboratory  reagents  were  of  the  highest  quality. 
Venoms  from  the  Heloderma  horridum.  Naia  niaricollis .  Agkistrodon  acutus .  Apis 
mellifera.  Leiurus  ouincruestriatus .  Bitis  nasicomus.  Naia  atra,  Crotalus. 
viridis  helleri .  amd  Bufo  americus  were  purchased  from  Sigma  Chemical  Coitpamy 
(St.  Louis,  MO) . 

2 .2  Instrumentation . 

All  assays  were  performed  on  the  LAPS,  amd  the  data  were  collected 
and  stored  digitally  on  a  microcomputer. 
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2.3 


Purification  eind  Labelling  of  Immunoglobulin  (IqG)  . 


IgG  was  purified  from  serxim  by  passage  over  a  Protein  A  column, 
following  the  procedures  described  by  the  manufacturer  (Promab,  JRH 
Biosciences,  Lenexa,  KS) .  Antibodies  were  concentrated  using  a  Centricon-30 
microconcentrator  (20,000  x  g  for  20  min)  aind  washed  two  times  with  phosphate 
buffered  saline  (PBS)  until  a  volume  of  1  mL  remained.  The  final 
concentration  of  purified  IgG  was  1.36  mg/mL  as  determined  by  the  Bradford 
method®  using  bovine  serum  albumin  as  a  standard. 

Antibody  preparations  were  separated  into  two  aliquots.  One 
aliquot  was  biotinylated  [DNP  biotin  Icibelling  reagent  for  2  hr  at  room 
temperature  using  a  molar  coupling  ration  (MCR)  of  30:1] .  The  remaining 
aliquot  was  f luoresceinated  (fluorescein  labelling  reagent  for  2  hr  at  room 
temperature  using  an  MCR  of  30:1)  .  We  determined  (data  not  shown)  that  a  n 
MCR  of  30:1  provides  adequate  and  efficient  labelling  of  IgG  antibodies. 
Unreacted  haptens  were  removed  by  dialysis  following  six,  l-L  changes  of  PBS. 
Dialyzed  samples  were  stored  at  4  *C. 

2 .4  Assay  Procedure . 

For  each  test,  BoTX  cind  venoms  were  dissolved  in  a  100 -/xL  assay 
buffer  (Molecular  Devices  Corporation) .  Labelled  antibodies  were  then  diluted 
in  the  assay  buffer  to  a  final  concentration  of  2  ng/ fih.  Prior  to  assaying, 
biotinylated  and  f luoresceinated  antibodies  were  combined  in  a  1:1  ratio  in 
that  each  100  /iL  contained  100  ng  of  each  labelled  amtibody.  We  determined 
this  ratio  and  concentration  of  antibodies  to  be  optimal  for  sensitive 
detection  of  BoTX  (data  not  shown) . 

Primary  immunocomplexes  were  formed  by  adding  100  |il  antibody 
solution  to  the  reaction  mixture  containing  toxin.  After  gently  vortexing, 
assay  mixtures  were  incubated  at  37  °C  for  45  min.  After  incubation,  1  mL  of 
capture  reagent  (Molecular  Devices  Corporation)  containing  streptavidin  was 
added  to  each  reaction  mixture  followed  by  a  brief  mixing.  Each  assay  mixture 
was  then  transferred  immediately  to  separate  test  wells,  and  vacuum  filtered 
through  a  biotinylated  nitrocellulose  filter  mounted  on  a  test  stic)c 
(Molecular  Devices  Corporation) .  Immunocomplexes  were  captured  (immobilized) 
by  formation  of  a  nitrocellulose  biotin-streptavidin-biotin  conjugate. 

Unbound  material  was  removed  by  adding  a  2-mL  wash  buffer  (Molecular  Devices 
Corporation)  to  each  test  well  and  followed  by  vacuum  filtration. 

Urease  conjugated,  antif luorescein,  antibody  solution  (Molecular 
Devices  Corporation)  was  added  to  each  test  well  euid  filtered.  A  final  wash 
with  a  2-mL  wash  buffer  was  performed,  and  the  nitrocellulose  test  stic)cs  were 
removed  auid  then  placed  in  a  bealcer  containing  wash  buffer  until  read.  Each 
nitrocellulose  sticlc  was  inserted  into  the  LAPS  reader,  and  the  respective 
immiinoconjugates  were  monitored  via  hydrolysis  of  urea. 


8 


RESULTS 


3  . 


The  effect  of  increasing  amounts  of  BoTX  on  output  signal  is  shown 
in  Figure  1.  A  linear  response  (r  =  0.98)  over  the  lowest  range  of  toxin  from 
100  to  1,000  pg  was  observed  (shovm  in  A,  Figure  1) .  A  lower  detection  limit 
of  250  pg  (78.7  ±  1.5  iiV/b)  is  attainable  under  these  conditions.  A  dose 
response  curve  of  increasing  amounts  of  BoTX  (1-30  ng)  that  indicates 
saturation  to  occur  at  approximately  25  ng  with  a  corresponding  mean  output 
signal  of  4219.4  ±  301.4  fiV/s  is  shown  in  B,  Figure  1.  Further,  the  effect  of 
increasing  BoTX  over  ein  extended  concentration  range  (10'^®  -  10'®  g)  is  shown 
in  C,  Figure  1.  Figure  2  shows  the  effect  of  various  venoms  on  the  output 
signal,  and  the  results  indicate  very  low,  assay  nonspecificity  (<15%  of 
control) . 


4 .  DISCUSSION 

Active  BoTX-B  consists  of  heavy  and  light  chains  (Mj.  approximately 
100,00  and  50,000,  respectively)  lin)ced  by  a  disulfide  that  are  bridged 
together  with  several  Botulinum- associated  protein  that  yield  a  complex  a  with 
a  molecular  weight  of  nearly  500,000  datlons.^  Toxins  produced  from 
nonproteolytic  cultures  require  exogenous  protease  treatment  for  protoxin 
activation.®  However,  in  this  study,  BoTX-B  was  not  treated  with  exogenous 
protease .  Previous  studies  in  our  laboratory  indicated  the  toxin  complex  to 
be  extensively  niclced  (5  pieces) ,  which  upon  Western  blotting,  revealed 
approximately  70%  of  the  immunoreactivity  to  reside  in  2  peptides  (Mj.  =  37,480 
and  50,470) 

Detection  of  picogram  quantities  of  BoTX  was  achieved  using 
labelled  polyclonal  IgG  antibodies.  Data  in  Figure  1  indicate  the  lowest 
reuige  of  detection  under  these  assay  conditions  to  be  between  100  and  250  pg. 
This  amount  of  toxin  approaches  the  minimal  lethal  dose  in  the  mouse. 

Although  the  output  signals  observed  when  detecting  picogram  quantities  of 
BoTX  are  rather  low  (<200  /iV/s) ,  they  are  very  reproducible,  which  are 
indicated  by  the  fact  that  the  steindard  error  bars  are  not  visibly  distinct 
from  the  data  points  shown  in  A,  Figure  l. 

CXitput  signal  produced  by  toxin  in  the  1-30  ng  reuige  (B,  Figure  1) 
indicated  saturation  to  occur  in  approximately  25  ng  toxin.  BoTX  in  excess  of 
30  ng  results  in  a  sharp  decrease  in  the  signal  shown  in  C,  Figure  1,  is  most 
likely  due  to  dilution  of  euitibody  by  excess  toxin.  It  is  essential  that 
euitibody  concentration  be  in  relatively  large  excess  when  compared  to  that  of 
toxin  for  reliable  detection.  Detection  of  toxin  in  excess  of  30  ng  is 
possible,  but  larger  amounts  of  labelled  antibody  is  required,  which  results 
in  a  reduction  of  sensitivity. 

It  was  important  to  determine  the  extent  of  biosensor 
nonspecificity.  To  accomplish  this,  the  effect  of  nine  different  challenge 
venoms  on  the  signal  output  was  determined.  No  attempt  was  made  to  isolate 
auid  purify  individual  proteins  from  the  venoms  for  the  purpose  of  exposing  the 
assay  to  the  maucimum  amount  of  toxic  venom  component (s) .  When  compared  tc  an 
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Figure  1.  Detection  of  BoTX 
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Figure  2 .  Nonspecific  Output  Signal  Produced  by  Nine  Difference  Venoms 
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